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ABSTHAUT 

The need for a correlation between the amount of = substance 
added to a composite plastic material and its effect on the 
cubical coefficient of thermal expansion, or cubit expansıvıty, 
of the composite mixture is discussed. txperimental values “or 
the cubic expansivities of several composite plastics made from 
a thermoplastic resin, an inert salt filler, and verious per- 
centages of aluminum are reported. Four hypothetical correla- 
tions are tested, two of which are reported to give calculated 
values within 1% of those observed. Apparatus and procedures 
for obtaining these results are also described in detail. 

The writer wishes to express his eppreciation for the 
assistance and encouragement given him in this investigation by 
Professor kichard A. Reinhardt of the U. S. Naval rostgraduate 
оспссі and by Mrs. Магу М. williams of the Research Department, 
U. 5. Naval Ordnance Test Station, China Lake, California. The 
writer wishes to express his appreciation for the loving 
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this investigation anc ın the preparation of this work. 
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TABLE OF SYMBOLS 


Symbols: 
a Cubical expansivity, om? /em3~9C 
a( mix) Cubical expansivity of a mixture 
b An expansivity parameter of a mixture component 
оереплевђ on its bulk compression modulus and its 
density 
с Linear expansivity, cm/cm-°C 
n Weight % of a component in a mixture 
T Temperature in degrees Centigrade, °C 
V Volune, cm? 
М Initial volume of specimen bulb 
АТ Temperature difference 
AV Net volume change which includes the combined 
expansions of mercury, sample sand glassware 
Subscripts: 
X% x weight percent of aluminum in the sample 
g glassware 
n mercury 
S sample 





l. Introduction 

In the plastics industry some years ago, great difficulty was 
obtained in attempting to cement a panel of an aluminum alloy to a 
phenolic laminate. ‘rhe phenolic plastic expanded just about twice 
es much as the aluminum dic. This cifference was enough to cause 
the panels to fall off by themselves almost universally when heated 
and cooled over a significant temperature range. However, by 
judicious choice of the amounts of filler to be added to tne 
phenolic, the expansion of the phenolic was reduced in half almost 
to match that cf aluminum, Тһе eluminum panel then adhered соп- 
pletely, and it could not be remcvel without tearing the metal or 
rupturing the phenolic core BET 

Propeilants and explosives have physical characteristics very 
similar to those of plastics. Indeed some solid propellants are 
plastics themselves, such as polyurethanes, polyesters and other 
composite propellants. The coefficient of thermal expansıon, 
hereafter referred to as the expansivity, of a given propellant 
could be as much as twenty times as great as that of its container. 
Consider a 30-foot long rocket chamber made of mild steel. Over a 
temperature range of only 25 9C (H5 OF), the metal chamber would 
change oniy 0.1 inch in length whereas the propellant inside 1% 
would change more than 1.5 inches. If allowance were not made 
for this large difference in expansion or contraction, then most 
certainly large thermal strains would be caused within the propellan: 
grain which could cause mechanical failure of the grain and a 
change in the geometrical configuration of the grain, either one 
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of which would afiect the thrust of the rocket motor 242 OF, 
course many rocket motors are subjected to much greater temperz- 
ture cycles than 5 oh in severe climates in a 2lj-hour period. 
It has been found [3] that in parked aircreft, temperatures qell 
over 200 OF have been observed beneath the closed canopy at 
pilot head level. ‘The propellant cartridge actuated devices 
(CAD) which are used to remove the canopy or eject the pilot 
are thus exposed to extreme temperature cycles themselves. 

Powdered aluminum is sometimes added to certain propellants 
to increase the specific impulse. ‘the expansivity of aluminum 
is generally much lower than that of the propellant. ‘nus the 
expansivity of the mixture of the two would be expected to lie 
somewhere between that of the individual components. The 
oxidizing agents as well as other additives would be expected 
to lower the expansivity of the composite mixtvre also. 

The purpose of this author's investigation was to determine 
whet effect an aluminum additive has on the expansivity of a 
composite plastic substance, the amount of the effect, and what 
correlation exists between the observed effect and the amount of 
aluminum that is added to the plastic. 

Because of the lack of proper facilities to make anc store 
actual propellants, and because of the inherent dangers in handling 
them, tests were run on plastic samples whose thermal properties 
closely approximated the properties of many actual composite 
propellants. An inert salt was added as a filler to the plastic 
resin to simulate the oxidizer component and amounts of aluminum 
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up to 204 by weight were added to different samples as the 


variable, 


2. "Theory 

The linear coefficient of thermal expansion, also referred to 
as linear expansivity and designated by the letter "с", is the 
ratio of the change in length per degree to the length measured 
at the initial temperature. “Thus c has the dimensions of 
inch/inch-degree or cm/cm-degree. The linear expansivity is small 


as shown here by a few examples MP 


Material e 
glass and ceramics 0.1 %о 1.0х10-5 ст/ стоб 
steel = 
brass 159 
aluminum Zu 


organic thermoset plastics 2-5 


wood: 
parallel to grain 0.2-0.6 
across the grain 2-6 
organic thermoplastics 6-20 


he final length (1,) of a steel rod initially of the length 


(1,) 10.0000 cm long and raised 10% in temperature would be, 


14 =1 (1 + сАТ) 


(10) | LA a 10-5) (10) 


1+ 
10.0012 см 


the cubical coefficient of thermal expansion, or cubic expansi- 
vity, a, is the ratio of the increase in volume per degree to the 
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original volume. For isotropic solid materlais the cubic expansi- 
vity equels three times the linear expansivity. 
а з 2С 

Іп anisotropic solid materials tnis is not the case, for the 
material may expand different amounts in the three directions - 
length, breadth, and width. As shown in tne table above for woo, 
as an example, the expansivity in width or breadth is lu times tne 
expansivity in length. An empirical equation for the cubic 
expansivity might be, 

a = c (parallel) + 2 c (perpendicular). 

Very littie is known about tne relation between expansivity 
and chemical composition [5 | . bVen less appears to be know 
about the relation between expansivity and physical composition 
in nixtures. 

In the plastic cement field it has been shown [5] that for 


cements, the cubic expansivity, » 1s related to the co- 


(Mix) 
efficients of the individual components ( ajs apy o o o); the 
weight percent of each component ( п], По, +s < .) and a factor 


( bj, bo, . . .) which is a characteristic of each material: 


3( mix) = а1 ny b1 + ад na bo + оо ооо © 

п1 р + по ро + o00.00 
the factor "b" for a material is proportional to the product ot its 
bulk compression modulus of elasticity, Mz, and its specific 


volune, v, 


Ç _v 

р ес М; 

ог, since 1 > je 
2 density, 
Mg 


Бч ог b = (proportionality constant) М 


720 
li 





‘the bulk modulus is known exactly for only a few materials; 
however, the factor b may be regarded as an empirical constant 
characteristic of each material. Thus in a two-component mixture, 
with the factor b, of one component known, the factor бо оГ (һе 
remaining component can be determined empirically. ‘he empirically 
obtained b, and the known bj can then be used in calculations 
involving other mixtures. 

the only explanation of why the factor b is based on tne bulk 
compression modulus and the density of a component is an intuitive 
one. Apparently adjoining particies of different expansivities in 
a uniform mixture exert pressures on each other as they thermally 
expand. Since the particles of one component may be more easily 
compressed than particles of other components, they are not 
allowed to contribute as much to the overall expansivity of the 


mixture as they would if all components had the same compressibility. 


3. Apparatus 

Various methods of determining the expansivity of materials were 
considered, some of which are described elsewhere (5, (509 D and 
ng. A considerable amount of work was actually done by the author 
on the linear expansivity of several different propellants and 
explosives at the Naval Ordnance Test Station, China Lake, California 
during a six-week tour ot duty there in June-July 1959. In the 
author's opinion, the apparatus used there [8 | was more accurate ana 
much more convenient to use than the apparatus described in ASTM: 
Test D 864-52 | 9 | . ihe results obtained were assigned a security 
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classification of CONFIDENTIAL. This apparatus for linear expansi 
vity had several good features in that it directly recorded the 
experimental results in graphical form, tnus reducing much oi the 
tedious manual recording and adjustments otherwise necessary. in 
addition, 1t gave quite accurate results when the equipment was 
calibrated very carefully. 

The apparatus which was used to obtain the results reported in 
this thesis was the same as tnat described by Briggs [ 10 | , With 
one modification. Figures l and 2 show the Dilatometer and its 
assembly. It was found that the КегпеКЕхеіо stopcock could be 
tigntened sufficientiy to prevent the leakage of' mercury out of 
the stopcock when it was immersed under the water bath level. Later 
during experimental runs, it was found that water did leak into the 
filling end of tne stopcock, but of course tnis was of no consequence 
to the remainder of the assembly. Therefore, tne lower section of 
the dilatometer was not so fragile and was much easier to handle in 
cleaning, assembly and operation. 

Ап easy way to nandle the apparatus was developed by means oi 
movable arms and two-way (contort) swivel clamps. Figure 2 shows 
the apparatus down in the bath. The dilatometer was raised out of 
the batn by pusning the dilatometer supporting rod up with one hana 
and tne retaining rod was clamped onto the Lower arm witn tne otner 
hand. lt was an easy matter to pour the mercury out through tne 
capillary when finisned witn a run by Locking tne dilatometer in 
the up-out-of-bath position described above, disconnecting the 
upper arm from tne dilatometer supporting rod, and rotating tne 
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dilatometer supporting rod about 135 degrees to the rignt or left. 
The procedure tor removing the mercury is described in greater 
detaıl ın Appendix II. During all tnese manipvlations, tne fragile 
class dilatometer was clamped firmly to the supporting rod thereby 
reducing the chances for breakage. 

The two sections of tne sample bulb which were joined by a 
spherical ball and socket ground glass joint, were clamped together 
with the metal c-clamp commonly used with this type of joint, ana 
in addition enougn DeKhotinsky cement was applied to the joint to 
insure a tight and immovable fit. Tne cement was easily applied by 
slightly warming the clamped joint with a bunsen burner flame, and 
then applying the warmed cement to the outside ot the joint witn a 
heated spatula. this was done in two steps by applying tne cement 
to one-naLf oi tne joint, allowing it to cool and harden, then 
rotating the ciamp 1809 around tne joint and applying cement to the 
remainder of tne joint. rhe cement was easily removed by warming 
it with а flame, picking off the majority of' the cement with a 
spatula. Further heating allowed the two sections to be pulled 
apart easily. The cement remaining on the two sections was then 
casily removed by scrubbing it with metnanol. 

Three parameters were determined for thìs apparatus: the 
volume of the sample bulb (Vy), the volume of the capillary from 
the capillary index to any point alone its length (AV), ana tne 
effect of the volume of tne glassware (Va) on) ite cubic 
expansıvity (а). 

The volume of the butb was determined by joining and sealing 
the two empty bulb sections, filling the system to the capillary 
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index with mercury, bringing it to a constant temperature, removing 
the mercury, weighing it on a trip-balance, and tnen dividing the 
weight by the density of mercury. This procedure was repeated until 
the bulb sections couid always be assembled vo give reproducibie 
results. 

The cross-sectional area of the capillary was found to be 
critical in regard to tne final results. ‘ithe cross-sectional area 
of tne capillary tube was determined precisely by tne method described 
by Briggs in his Appendix If [10] . it was found tnat tne cross- 
sectional area of the capillary varied from a minimum value of 
3.155 х 1073 cm? at 30.675 cm from tne index to a maximum value of 
3.513 x 1072 cm? at 54.970 cm from tne index. (See Fig. 3). Tne 
volume of the capiliary at any Location from tne capillary index 
was determined by integrating (using the trapezoidal rule) under 
the curve of cross-sectional area plotted versus distance from tne 
capillary index. These data were tabulated for use during a run 
as described in Section 5 under Treatment of Data. 

The ettect ot the volume ot glassware (Ve) and its cubic 
expansivity (ag) was determined empirically for tne apparatus. 

The volume of glassware was assumed to be equai to that of тпе 
sample DuLD, 1.6. Ve = Vo [23 |. The linear expansiv1ty ot pyrex 
was found in the Literature to be quoted as 3.25 x 107° /°C, but 
this value is dependent on the particular manutacturer ana was found 
to change atter fabrication as reported by Briggs [10]. in addition, 
the dimpled sections, joint ana filling connection with the stopcock 
had some effect on the overall expansivity of tne glass. Thus tne 
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cubic expansivity could be assumed to be of the same magnitude as 
three times the linear expansivity, or about 1.0 x 102/0, Тһе 
actual value for the expansivity of the glassware was found te бе 
1.216 x 1073/%. This was determined by conducting a calibration 
operation using mercury alone in the system and the known cubic 
expansivity of mercury. 

Although not an integral part of the apparatus, the thermometer 
used to determine the temperature and temperature changes in the 
bath had to be calibrated. Five Beckmann thermometers were cali- 
brated over the temperature range 259-509C by comparing them with 
a thermometer which had been checked by the National Bureau of 
Standards. During the period of investigation it was found that. 
the Beckmam thermometers were not as precise as originally believed, 
and cumulative errors as great as 0.1°C were detected over a 25°C 
temperature range. These errors were no doubt due to thermometer 
lag, stem corrections and/or temporary bulb volume changes. 
Consequently the standardized thermometer was used for all runs 
and the Beckmann thermometers were used as a good check on the 
constancy of the bath temperature. By using the cathetoneter, the 
temperature could be determined correctly to 0.01 of a degree. 

The temperature of the water bath was regulated by a Precision 
Micro-Set Differential Range Thermoregulator manufactured by the 
Precision Scientific Company. It was designed to have a sensiti- 
vity of +0.0050Р апа it was found to control the bath temperature 
within 0.019С very easily. About 2.2 collar turns were found to be 
equivalent to a change of 19C. 
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Determination of the location of the capillary index, movement 
of the mercury meniscus and the temperature reading was accomplished 
with a precision cathetometer, accurate to tO.005 centimeters. 

Operating instructions for using this apparatus are given in 


Appendix II. 


|. Preparation of Sample 

It was desired to have plastic samples that had expansivity 
characteristics similar to those of composite propellants, yet 
not be hazardous to handle. It was also desired that the expansi- 
vity of the plastic be relatively large so that the effects of 
additives would be readily apparent. 

The resin had to be one that was fairly stable, easy to poly- 
merize and cure, and castable. А mixed polyester resin was obtained 
through the courtesy of Mrs. Mary M. Williams, Code 5052, NOTS, 
China Lake, California. This resin consisted of 55% Vibrin 121 and 
15% Selectron 5119 with a cobalt naphthenate accelerator added to 
it. This resin was stable at room temperature for about 30 days 
when new, but at O°F was stable for six months to a year. In order 
to simulate the effect cf a propellant oxidizer, an inert salt, 
K250; , was mixed with the resin. Finally, powdered aluminum was 
added in various amounts to different samples. 

The samples were made by the very simple procedure of pouring 
the resin-additive mixture into six-inch test tubes. Then the 
plastic polymerized in the tubes upon the addition of the catalyst. 
The test tubes were selected so that their inner diameter was a 
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little less than that of the apparatus bulb section in order that 
the samples would have room for expansion during the run. The 
casting procedure which was used is described in Appendix I. 

One resin-sulfate-aluminum sample was sectioned ın several 
pieces and examined with a magnifying glass for evidences of 
entrapped air bubbles or pockets, but none were apparent. The 
sample appeared to be a uniform mixture throughout its length 
as well as across its diameter. Evidently the sample de-gassed 
itself in the polymerization process. 

It was necessary to condition the samples in order to exclude 
(or at least minimize) changes of sample volume which might have 
been caused by changes in moisture content, post-curing, loss of 
plesticizer or solvents, release of stresses anc other factors. 
The conditioning method which was used is described in Appendix I 


and was based on methods reported elsewhere |ui 5 


5, Treatment of Data 

The raw data which were recorded for every sample during & run 
меге the location of the capillary index, the location of the 
mercury meniscus, and the exact temperature for every change in 
temperature, Before the data were recorded, the dilatometer, 
mercury and sample were allowed to remain at the temperature long 
enough for equilibrium to be reached. For a 1°C temperature change 
sometimes as little as 15 minutes was sufficient, however over an 
hour was sometimes required at temperatures near 509C. Correspond- 
ing to every temperature increment was a capillary length increment, 
Al. The net volume change, AV, (the expansion of the mercury, 
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glassware and semple) was found by entering the table made ug for 
this purpose as described in Section 3. Tables 1 through 5 show 
the data which were obtained from runs conducted on five different 
samples. The composition of each sampie is noted in weight 
percentages. In these tables, Al is the distance (in centimeters) 
from the capillary index to the mercury meniscus in the capillary 
tube of the dilatometer at the corresponding temperature. AV is 
the volume (in cubic centimeters x 104) of the capillary occupied 
by the corresponding 41. Т 15 the temperature in degrees 
centigrade, °C. As a run was in progress, AV vs. T was plotted 
and any irregularities were immediately detected. (See Fig. Ц). 
No real conclusions could be drawn from the comparison of the 
curves shown in this figure because each sample had a different 
initial volume. 

The calculation of the cubic expansivity was based on the 


following assumptions and calculations: 
У, з У, ЖИ о. СТ, -Т) 
V, PD V " АМ 


СІ = —— "DOES. 
МА) V Zl 


4 





Іп this dilatometer, the volume change was a combination of a rise 
of mercury in the capillary due to the expansion of mercury and the 
sample and a drop in the mercury level due to the expansion of the 


glass bulb and tubing. Consequently, 
АУ = ( Cu Um М oe * С. 5 V; = 4. Va ) ¿UR 


` x. уа ғ У ' 7 A —= z / ‚ чер 
Cus УА j - LA V "bs bv. V. EN ( Sq Man Z3 i 
ж 5 NV | V. А VA 
Cá. — - EM = E: ' 4 Од, Yr 
м NÅN | УУ» У 7 di 
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Sample comp 


А 1 


osition: 
weight: 
volume: 


density: 





со 
2,160 
Ң- 395 
6.500 
8.675 
21.100 
23.680 
25.975 
28.290 
Lil; .6L0 
17.05 
19.360 


Tabie I 


100% resin, 0% K550) , OS aluminum 


14.0226 gms 

11.71 em? 

1.197 gms/ em 
CAM. 


0.0 


75.572 


1565 .007 
169.520 


172202 
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25.0 


26.0 





Sample composition: 


0.0 


19 
АШ 


ег 


39 
mi 
h2 


. 610 
. 260 
2200 


. 000 


800 


. 3lio 
‚140 
.965 


weight: 
volume: 


density: 


Table 2 


50% resin, 50% KoS0),, 0% alwninum 


21.2352 gms 
13.03 em? 


1.630 gms/cm? 


AV 


оде 

56.335 
11.053 
671.750 
738.079 
801.270 
1376.978 
110.22 
1501.650 


Li 


25.0 
26.0 
21.0 
36.0 
37.0 
30.0 
ро 
18.0 
19.0 





Table 3 
Sample composition: 15.0% resin, 15.0% K5S0,, 10.075 aluminum 
weight: 20.4019 ems 
volume: 12.16 cm? 


density: 1.69) gms/em3 


Al e. ar 
(940 0.0 25,0 
28 De 26.0 
Eo 139.953 27.0 
| „690 161.129 28,0 
6. 300 220.616 29.0 

16.075 565 .557 3546 

17.670 5204327 36.0 

19.305 619.150 2/50 

20.985 127.552 38.0 

32.865 1151.21 550 

35.610 12314801 | 46.0 

38,115 133.05) 18,0 

39.605 1386.277 19.0 

11.295 1115.706 50.0 
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Table L 
Sample composition: 11.15% resin, ll .45% KoS0), > 11.1% aluminun 
weight: 21.7261 gms 
volume: 12.82 cm? 


density: 1.695 gms/cm? 





"АЛАН | LV сЕ 
0.0 0.0 25.0 
1.195 Sones 26.0 
3.045 106.528 21:0 
ІШІ ТБ 623.826 36.0 
2 80 681.087 37.0 
20.990 TOT eT 30.0 
36.705 128.778 17.0 
38.230 1338.082 18.0 
39.980 1399.136 Ц9.0 
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Таріє 5 
Sample composition: 0.0% resin, O.0> hoSv),, 20.0. aluminun 
weight: 21.6066 gms 
volume: 12.38 cm 


density: 1.745 gms/cm3 








A 1 AV T 
0.0 0.0 25.0 
17228 18.640 26,0 
ого 97.783 27.0 
1.280 119.76) 28.0 
5.695 199.376 29.0 
1.825 520.183 35.0 
16.100 576.02) 36.0 
17.920 629.616 31:0 
19.465 681.079 38.0 
22205 1130.819 16.0 
33.895 1186.961 47.0 
35.185 12142. 2113 48.0 
37.120 1299.267 19.0 
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Substituting т Von 1 у, 


Anè assuming Ve = Va |22 | 





Тһеп "E 
oe c 2M pce хе 
Os ~ VAI namn М, 
| | | г = ° 
EM WA. (а „~ се) + Cl 
С, = is AT 2) тї 4 АР 


The values for V, anc а„ чеге constants for all experimental runs 
and were empirically determined for this apparatus to be: 
М, 一 2 (2; Cé а 


27 о ыз 
О 4 ЕЗ l, 246 ^ [С к. om Yd 


The expansivity of mercury is [12] 


) 3E PLI m 
О, а — [G.194 «JO ТС 


Substituting these constants in the equation for ag, 


LV 2008 
Оу; to pserved) У V. A j V. 





(i € 144 -246)10 +18. 194 AIC ~ 


AV x | = 
Cees) = ш = ( = 18.194) x 10 
E V Al Vs 





The values for AV and aT were obtained from the data recorded 
during the run. The value for V, was obtained in the manner 
described in the step-by-step operating procedure given in 


Appendix II. 
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6. Results 

Data were obtained on five samples of different compesiticr 
Ihe cubic expansivity was calculated with the greatest possible 
precision in order to be able to reach some valid conciusions shiwi 
comparing the results of the individual tests to determine the 
effect of varying the amount of aluminum in each sample. 

All samples were made of the same mixed resin, and all of 
the composite plastics contained equal parts (by weight) of 
resin and inert salt (K530]). The percentages given for the 
samples containing aluminum are weight $ of aluminum, and the 
remainder of the samples are resin and salt. The observei valu-s 
(except for 1005 aluminum) were: 


Cubic expansivity /°C 


100% Resin ap = 56.36 x 10 
Resin and salt ars = 40.19 x 107° 
10.0% Aluminum “= кш 
11.12 Aluminum 411,14 2 27.13 x 107? 
20.0% Aluminum алу об з ЗШ х 1077 
1003 Aluminum [5] ал = 6.825 х 10-5 


The first method used to determine the effect of aluminum 


additives was by the equation 


Ban те Шы асылы 


ОЗЕ A о 


Neither the bulk compression modulus of elasticity, Mp,of the resin 


or of the resin-salt mixture was known, nor could they be determine. 





conveniently. It has been reported |5 | that 


要: 3 (1 ~ 2.) 
E 

1. 
where № = compressikility = 


ñ 


Hp 


Poisson's ratio 


т? 
" 


Dj 
it 


Young's Modulus of Elasticity 


and that at room temperature, 
= > / - = з 
Й а = 71ђА707“ Pe і а cox 6, да zu auo ined 
v ws Es Я Й | 5 
/ “ÀX ¿ ° E а (с E = я 


М 
Then by b = (proportionality constant) b 


“ 


, and assuming that 





the proportionality constant is equal to one, 


O aLa E s Hao kile кер 
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The equation for 2(mix) was solved to determine empirically 
the factor bps for the resin and salt mixture (treated together 
as one component) using the observed value of a( mix) for the 22 
aluminum sample: 

la Das (G 2 ит. битим | 

(This value for b,, would indicate that En, would have to equal 
about 7.6x100 psi. This is about the same magnitude of values 
reported for some similar mineral-filled plastics.) Using this 
empirical value obtained for bugs the predicted values of the cubic 
expansivity for the 10.0% and 20.0% aluminum samples were calculated 
to be: 


“10.0% Al(calc) = 37 .1x10"/0C 


2) 





“10.0% Al(obs) = 37 .8x1072/°c 

220.0% Al(calc)= 31.62100 

220.0% Al(obs) = 3h .lx10"2/0C 

The cubic expansivity was also calculated on the basis of 
three other hypotheses: 


а. ona weight % basis: 


а(піх) = а 01 + 42 n2 
Where nj = weight % of resin plus salt 
nn = weight Z of aluminum 
b. on a volume % basis: 
З(піх) 7 81 У + а> Vo 


where VJ = volume % of resin plus salt 


V5 s volume 7 of aluminum 
Vo = (то) (density of sample) 


(density of aluminun) 
с. onan average of the values calculated on the weight % 
basis and the volume % basis: 
са (т, +) + A, (0 + V,) 

O mir) 7 IS у 
The values for a(x10°/°c) obtained by these hypotheses are compared 
with the actual observed values and the values calculated using the 
factor b method: 


Samples containing weight % aluminun 


10.0% 11.14 20.06 
Calculations based on 
Weight % basis 36.9 36.5 9925 
Volume £ basis 2521 37.9 35.9 
Weight E Volume Ф 37 , 5 37 2 3!) n. 
Observed value 37.8 By al 3l. 
Factor "b" basis 37.1 24.6 
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7. Discussion of Results 

The results were determined from data on orly ore run on елер 
sample. Consequently the validity of any conclusions drawn fron 
these results would depend on the reproducikility of results which 
would be obtained with the apparatus and upon the variations to 
be expected between individual samples of the same composition and 
past history. 

Despite the small number of samples used, it was found that 
aluminum additives, even in small amounts, lower the expansivity 
of a composite plastic by a significant degree. It was also 
found that the expansivity of the composite mixture can be pre- 


dicted with an error of about 1% by the correlation 
mix) = 81 nj b +#а2 02652 + ..... 
п, b; + n, bo t e 
where the factor b is proportional to the product of the bulk 
compression modulus of a component and its specific volume, and 
n is the weight percent of the component. 
It was also found that predictions based on the relationship 
ПОСЕТЕ 2 
gave consistently low results, and that predictions based on the 
relationship | 
а(тїх) = 81 V4 + ao Vo 
where V is the volume percent of the individual component, gave 
consistently high results. 
Furthermore it was found that predictions based on the 


relationship 


З(піх) - а, (n4 + V4) Тао (п, t Vo) 
2 
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agreed almost exactly with predictions based on the method using 
factor b. No justification for this observation has been found 
in theoretical analysis. 

It is believed by the author that the two correlations which 
were found to give fairly accurate predicted expansivities of 
mixtures may open a new approach to the consideration of additives 
to plastics and composite propellants. More research is definitely 
indicated in this field with the same mixtures to obtain a measure 
of the reproducibility of results as well as with mixtures of a 


larger number of components. 
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APPFNDIX I 
CASTING AND CONDITIONING PROCEIURE 

The step-by-step procedure which was found to be most 
satisfactory for casting and conditioning the samples is as 
follows: 

1. Heat a sufficient quantity of K230), and aluminum powder 
at 100% for about 2l hours to remove moisture. 

2. Clean and dry all test tubes, beakers and stirring rods 
thoroughly. Label each beaker and test tube to show what they 
are to contain. 

3. Pour out enough resin in a large beaker to make the 
samples and return the remainder immediately to cold storage. 
Allow as little moisture as possible to condense inside the 
cold container. 

l. Weigh the desired amounts of K 5530], and aluminum powder 
into the individual beakers, grind them together with ine glass 
stirring rod to remove all lumps, and een mix them to 
give as uniform a mixture as possible. 

5. With the beaker containing the 1250) and alunimun powder 
on the trip balance, slowly add the desired amount of resin with 
stirring until the correct weight of resin nas been added. Insure 
that all of the powder and alwninum is wetted by the resin. 

6. As soon as all the different samples are thoroughly mixed, 
the casting ие completed on an individual basis. About 
30 drops of methyl ethyl ketone peroxide catalyst are added to the 
resin-sulfate-aluminum mixture in the beaker and thoroughly stirred. 
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Ав soon as the mixture becomes noticeably viscous (after about five 
minutes) it is poured into the six-inch test tube. The resin then 
gells solid within a few minutes. 

7. Treat each remaining mixture in turn as stated above. 

8. Allow the samples to cure in their test tubes at room 
temperature for about 15 hours. 

9. Remove the samples from the test tubes by gently tapping 
the inverted test tubes and let the sample slide out, or crack the 
glass gently and remove the broken glass carefully so as not to 
scratch or break the sample. 

10. Mark or label the samples in some manner and allow them 
to remain in an oven at 50°C to cure for approximately one week. 

11. Remove the samples from the oven, cut them (on a bandsaw) 
to the desired length to just fit inside the bulb sections of the 
apparatus, scrub them quickly with soapy water and rinse them with 
distilled water. Wipe the samples dry with lintless Kim-Wipes and 
put them into a 100°C oven for one-half hour, and then leave them 
in a 50°C oven for at least another week as a final curing and 
conditioning period. 

12, А% the end of the conditioning period place the samples 


in a dessicator until needed far a test. 
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APPZNOIX II 
OPVRATING INSTRUCTI. NC 

The method of obtaining tho cubic expansivity by ailatonetrac 
technique was not a fast one. Hours of preparation (sometimes 
days in advance) had to be done before comnencing a run, For the 
runs covering the temperature range of 259-509C, as little as six 
hours or as much as ll hours were required, depending on how 
accurately the temperature was controlled and how quickly the 
system reached equilibrium at the various temperatures. 

Cleanliness of tne apparatus, cleanliness of the mercury and 
samples, proper conditioning of the samples, and tight-fitting 
joints and stopcock were found to be major items affectinz the 
Accuracy and reprodueibility of the results obtained. 

The glassware was cleaned very carefully by washing it with 
suifuric acid-sodium dichromate cleaning solution, rinsing it 
"ith tap water followed by several rinsings with distilled water, 
ani crying it. The long capillary section was dried after the 
final rinse by inverting the tube in an upright position and 
applying a strong vacuum to the capillary end. By the procedure 
of draining and evaporation the tube was left clean and dry in 
about one hour, The short bulb section was easily dried after 
the final rinsing by placing it in an oven at about 100°C for a 
short time, After drying, the glassware was closed off from the 
atrosphere when not in use. 

The cleanliness of the mercury was assured as much as possible 
ру using triply-distilled mercury ani filtering it through filter 
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paper with a pin-hole in it just prior to filling the dilatometer. 
The separatory funnel which contained the mercury and the short 
section of rubber tubing which joined the separation funnel to 

the dilatometer were cleaned carefully also. The samples чеге 
cleaned after they had cured at 509C for one weok by scrubbing 
them quickly with soapy water, drying immediately in an oven, 
curing again at 50°C for at least one more week, then storing in 

a dessicator when not in use. The samples were handled with lint- 
free tissue paper after the final curing. 

The method which was used to condition the samples and the 
procedure for obtaining a tight-fitting joint is described in 
Sections 3 and | and Appendix I. 

In general, the step-by-step procedure which was found to 
give the most satisfactory results is as follows: 

^l. Clean and dry the glassware, mercury and sample. 

2. Clamp the lower bulb section in position above the water 
bath of the apparatus. 

3. Insert the sample in the bulb. Fit the upper bulb section 
with the capillary tube to the lower bulb section and clamp in 
position on the apparatus. 

|. Close the Kern-Excelo stopcock. Apply vacuum at the 
upper end of the capillary tube. 

5. Clamp the joint together and seal with De Khotinsky cement. 

6. Attach the mercury reservoir to the filling connection and 


apply vacuum to the dilatometer up to the reservoir stopcock. 
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7. Fill the dilatometer with mercury to a position 30 to 
lO cm above the capillary index. Gentle tapping of the bulb as 
the mercury is poured in insures no trapping of air bubbles 
around the sample or joint. 

8. Secure the vacuum and remove the vacuum hose from the 
top end of the capillary. Replace it with a drying tube. 

9. Close the Kern-Tixcelo stopcock and then close the 
mercury reservoir stopcock leaving some mercury still in the 
filling connection. Then remove the mercury reservoir from the 
rubber connection and place aside. 

10. Close the end of the short rubber hose on the filling 
connection with a pinch-clamp and manipulate the Kern-Excelo 
stopcock to allow the mercury in the capillary to fall to a 
position between the bulb index and the capillary index. 

11. Immerse the dilatometer in the water bath (at 25°C) to 
the bulb index, and allow the mercury to seek its own level. 

12. Observe the mercury meniscus with the cathetometer 
until there is no appreciable movement in a period of ten minutes. 
This means that the whole system, glass, mercury and sample, 
nearly reaches equilibrium at 25°C. 

13. Adjust the mercury level so that it is fairly close to 
the capillary index by compressing the short rubber hose and 
manipulating the Kern-!xcelo stopcock. 

1). Repeat steps (12) and (13) as necessary until the entire 
system reaches equilibrium with the mercury meniscus located near 
the capillary index. This condition is met when the meniscus does 
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not move more than 0.005 em in a period of lt minutes. It requires 
from one to two hours to accomplish steps (12) through (1h). 

15. Песоғ4 the position of the capillary index anl the 
mercury meniscus at 25°C and at convenient intervals up to 50°C 
as the temperature control is adjusted. By recording the capillary 
index location each time the meniscus level is recorded, no read- 
ings are invalidated if the dilatometer is subsequently moved or 
jarred through accident or design during the progress of a run. 

Tt requires about 20 minutes per 19C temperature change for the 
System to come to equilibrium. 

16. Upon completion of the run, raise the dilatometer ou* of 
the water bath and remove the excess mercury which has been left 
in the filling connection with a suction device. 

17. Detach one of the movable arms of the assembly from the 
dilatometer and rotate the dilatometer on the remaining 2-way 
swivel arm until the capillary end is ahout 30° below horizontal. 

18. Place a small side-arm filter suction flask with a ore- 
hole stopper over the end of the capillary. Open the Kern-Exce!o 
stopcock and apply suction to the suction flask. The mercury is 
thus drained from the bulb and capillery into the suction flask. 
By tapping the dilatometer gently during this procedure all, or 
nearly all, of the mercury is removed from it. 

19, Remove the suction flask containing the mercury and 
rotate the dilatometer to an upright position and fix in place. 
warn the De Khotinsky cement slightly and scrape the cement off 


ihe joint. The joint is then easily broken. 
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20. Remove the sample from the bulb and weigh it in order 
to determine its density later. 

21. Add any mercury left in the bulb to the mercury in the 
filter suction flask. Obtain the weight of the mercury by sub- 
tracting the weight of the bottle from the weight of the bottle 
and mercury. Obtain the volume of mercury, Vn, by dividing the 
weight by the density of mercury at 25°C. 

22. Obtain the bulb volune, Vy, from previous calibration 
data corrected for the mercury meniscus location with respect 10 
the bulb index or capillary index. (For this apparatus, 

Vo = 20.08 cm, the bulb index is ).520 cm below the capillary 
index, and the volume of the capillary from the bulb index to 

the capillary is 0.0159 cm, Thus, as long as the mercury meniscus 
is located at 259C somewhere between the bulb index and the 
capillary index, the volume can be assumed to be 20.1 em? with 
only about 0.2% error.) 

23. Determine the sample volume, Vg, by subtracting 
from V, , and obtain the density of the sample by dividing Vg 


by the weight of the sample. 
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